Abstract: Characteristics of physical movements are indicative of infants' neuro-motor development and brain dysfunction. For instance, infant seizure, a clinical signal of brain dysfunction, could be identified and predicted by monitoring its physical movements. With the advance of wearable sensor technology, including the miniaturization of sensors, and the increasing broad application of micro-and nanotechnology, and smart fabrics in wearable sensor systems, it is now possible to collect, store, and process multimodal signal data of infant movements in a more efficient, more comfortable, and non-intrusive way. This review aims to depict the state-of-the-art of wearable sensor systems for infant movement monitoring. We also discuss its clinical significance and the aspect of system design.
Introduction
Neonatology is a subspecialty of pediatrics that cares for newborn infants. The most important task for a neonatologist is to give appropriate treatment and to provide optimal nursing conditions [1] . Normal neurodevelopment is highly dependent on the well-being of the brain. Complications of preterm birth and diseases that occur in the perinatal period can affect the brain [2] . Therefore, it is important to assess brain function of the newborn that is at risk for neuro-developmental impairments. The methods that are used presently for neonatal brain monitoring include ultra-sonography [3] , magnetic resonance imaging [4] , electroencephalography [5] , and near infrared spectroscopy [6] . These modalities are applied in patients suffering from diseases that affect the brain, like intracranial hemorrhage, meningitis, and hypoxic ischemic encephalopathy [7] . The observation of clinical signs of brain dysfunction, like seizures, can only be made when a caretaker is in the presence of the patient. Seizures usually manifests as abnormal movements of the limbs and eyes. The occurrence and type of seizure can be appreciated by observing the nature, speed, and amplitude of the movements [8, 9] . It is obvious that seizures may be neglected and undiagnosed when infants are not closely surveyed. Presently, newborn infants that are at high risk for seizures are usually admitted in a neonatal intensive care unit, where monitoring of the vital signs and an electroencephalogram (EEG) are applied. The multitude of sensors and cables may cause discomfort to neonates, increase the complexity of clinical work and limit the physical contact between the parents and their baby. Therefore
Methods

Literature Research Strategy
The primary purpose of this paper is to review the wearable sensor system for monitoring body movements in infants. A search on following publication database was conducted: PubMed (MEDLINE since 1960), IEEE Xplore, SpringerLink and Science Direct, issued in February 2016. Relevant articles in the past seven years (2010-2016) were collected. To seek out related articles, we target the following three aspects: Infant, movement monitoring, and wearable sensor systems. Generic search terms (according to the thesaurus of each individual database) were used for the identification of relevant studies. Due to the different format of each database, we used slightly different expressions of our search strategy for each database. Table 1 displays the search strategy for the PubMed database. The search strategies for other three databases resemble to this. Only papers in English were included in the review process. 
Study Selection Process
The selection procedure consists of two steps. The first selection was performed based on the title, the abstract and the identifying of exclusion criteria:
Exclusion criteria were:
• We applied such exclusion criteria for obtaining desired relevant results which were well confined within the scope we are interested in.
The second step was based on full-text scan of the paper. Papers were included in the full-text review when they satisfied all of the following inclusion criteria.
Inclusion criteria were:
• All studies with infants as subjects.
• Technology: wearable motion-sensing technology.
• Related "body movement" or "moving" or "motor pattern" had to be reported.
During the second step, other two persons (Wei Chen, Zhenning Mei) decided whether the article should be included in the review.
Defination of Keywords in This Review
• Infant
The term infant in this review is defined as young children aged from newborn to two years old.
• Movement
In this review we focus on infant's movement monitoring. Thus, mobility characteristics include position, motion, posture, activity, motor behavior, moving, eye deviation, fixed open stare, blinking, apnea, cycling, boxing, stepping, swimming movement of limbs, mouthing, chewing, and lip smacking [8] . Figure 1 shows the selection procedure and results. There are 1165 articles selected by our search strategy. After reading the titles and abstracts, we identified 145 papers based on the exclusion criteria. Two articles were excluded because they were written in languages other than English. After application of the inclusion criteria, the number was reduced to 30, and after removing four duplicates, 26 papers remained for consideration. We manually searched the references for these 26 articles. Four articles were added after hand searching of references. Finally 30 papers were taken into account in this review after two authors (Wei Chen, Zhenning Mei) carried out the decision on the 30 selected papers. This resulted in 30 articles that were considered in this review. Figure 1 shows the selection procedure and results. There are 1165 articles selected by our search strategy. After reading the titles and abstracts, we identified 145 papers based on the exclusion criteria. Two articles were excluded because they were written in languages other than English. After application of the inclusion criteria, the number was reduced to 30, and after removing four duplicates, 26 papers remained for consideration. We manually searched the references for these 26 articles. Four articles were added after hand searching of references. Finally 30 papers were taken into account in this review after two authors (Wei Chen, Zhenning Mei) carried out the decision on the 30 selected papers. This resulted in 30 articles that were considered in this review. 
Screening Process
Results
With the development of sensor technology and wireless communication technology, the research on movement monitoring with wearable sensor systems for infants has made a lot of 
With the development of sensor technology and wireless communication technology, the research on movement monitoring with wearable sensor systems for infants has made a lot of progress. Wearable sensor systems are becoming smaller, more intelligent, and many of them are commercially available [16] . These sensor systems have been embedded in more and more diversified products, such as shoes, buttons, belts, clothes etc., for the purpose of movement monitoring. A typical infant movement monitoring system with wearable sensors is commonly composed of sensors, power supplies, wireless communication modules and links, control and processing units, interfaces for the users (e.g., for parents or doctors), software, and algorithms for signal processing, feature extraction, and decision-making. Table 2 summarizes recent work from 2010-2016. We have seen a number of fruitful results approaching the topic of wearable sensor systems for infant movement monitoring. They vary in the aspects of sensor type, placement, exterior structure, and evaluation for the purposes ranged from movement assessment to artifacts reduction.
Among the 30 selected articles, a total of five types of sensors, including accelerometers, inertial measurement units (IMUs), magneto-inertial, pressure sensors, and flexible sensors are discussed. However, only 19 of them are described in the form of wearable systems, such as gadgets, bands, and jackets. Ten studies use the form of banding, including cloth bands, belt, bracelets, and so on. Two studies applied gadgets and another two implemented mats. The form of shoes and socks was also used by two researchers. However, only three use the form of jackets and suits. Most studies place the sensors on the hands or feet. Some also combine the sensors with other parts of the body, such as the forehead. Additionally, three studies put the sensors on the abdomen or the chest. Six passages illustrate the weight of the sensor and show that lighter sensors exert less influence upon the research results.
Regarding the purpose of sensor systems, 12 articles are about infant motor pattern assessment, three articles are used to predict cerebral palsy, and 13 are applied for baby safety. None of the 30 articles mentioned seizures.
Thirteen articles demonstrated the technical tests on system feasibility. Fourteen research works carried out clinical tests or pre-clinical tests. Most of the tests were not large trials because the movement sample capacity was below 25. Only two tests had sample sizes larger than 25; one was 33, and the other was 75.
Discussion
Wearable Sensor Technologies for Infant Movement Monitoring
Various kinds of sensors were used for the monitoring of movements in infants, including accelerometers, gyroscopes, and magnetosensors, etc. Different types of sensors have advantages and disadvantages. Therefore, it is crucial to choose an appropriate sensor that meets the specific requirements for monitoring the movements of infants. In this section, we discuss the wearable sensors used in infant movement monitoring.
Microelectromechanical systems (MEMS) is a process technology used to create tiny integrated devices or systems. It is the integration of mechanical elements, actuators, and electronics on a common silicon substrate through the utilization of microfabrication technology. One of the applications of MEMS technology is the MEMS-based inertial sensor.
Inertial sensors, also known as inertial measurement units (IMUs), consisting of accelerometers, gyroscopes, and/or magnetometers, are some of the most important types of silicon-based sensors. They gather movement information by measuring acceleration, angular rate, and the magnetic field vector (some of them) in the three axes of their own three-dimensional local coordinate system, respectively [45, 46] .
In the area of MEMS-based inertial sensors, major developments have been achieved recently, including their satisfactory sizes, low costs, and low power consumption, which have made inertial sensors prevalent in physical activity monitoring [47] .
Recently, inexpensive on-chip inertial sensors, including gyroscopes and accelerometers, have gradually found practical applications in baby motion analysis.
Fabrizio Taffoni et al. [11] proposed a magneto-inertial platform, composed of three sensors: two wired magneto-inertial sensors that can be worn by infants on their wrists to evaluate upper limb movements. Hirotaka Gima et al. [22] proposed a low-cost system based on accelerometers to evaluate a newborn's movement.
In some studies [38, 41, 42] , flexible sensors are also used to monitor infant movement, such as bend sensors, which are usually used to acquire joint angle data, the Jew motion sensor is used to capture the action information of mouth mastication. Flexible sensors can acquire knowledge about the posture of static objects, which is beyond the ability of IMUs. Moreover, flexible sensors are thin and light, easy to be adopted in wearables. Thus, the flexible sensor is also suitable for the monitoring of infant movement, especially in quasi-static scenarios or for interest in an object's posture. On the other hand, pressure sensors are also used. They are often embedded in a non-wearable system to collect activity-related data, without affecting the baby's normal activities, such as mats [17, 23, 34] .
For infant movement monitoring, various types of sensors have been used, as is shown in Table 3 . The data in Table 3 are from literature search results from 2010-2016. For some flexible sensors working in the form of pressure sensing, we take them as flexible sensors to emphasize their flexibility, which is related to system design, while the sensing principal is not what we are interested in. As illustrated in the table, a majority of studies use accelerometers as their primary sensors. Fifty percent of all of the research papers have mentioned the use of accelerometers for this purpose. Motor characterization of infant general movement with inertial sensors has already given rise to several scientific contributions. For instance, Rihar et al. provided a study about the motor characterization of infant trunk posture and arm movement assessment performed with a multi-sensor measurement system [17] . [38, 41, 43] In conclusion, with the development of the background technique, inertial sensors (IMU, accelerometer, magneto-inertial) are about to take the spotlight in the motion sensing area. Due to their low-cost, portable size, and high performance, increased numbers of researchers are considering these sensors as good choices for movement monitoring in infants.
Clinical Relevance of Movement Monitoring in Infant with Wearable Sensor System
Infant movement contains valuable information with clinical significance. However, most of the information never becomes available and practical due to the lack of efficient methods to extract it. Although some devices that are using MEMS technology were commercially successful, especially for those applications that require moderate accuracy (e.g., [48] ), these kinds of sensor systems for medical applications have not really entered the market yet. Wearable sensor systems for monitoring movements in infants can also be used in ambulatory monitoring to continuously measure long-term movements of subjects in an independent environment. Related signal analysis algorithms recognize postures and classify movements into different categories which are related to infants' functional status from recorded longitudinal activity raw data.
The good news is that some recently-developed, complete, multi-sensor systems are primarily designed for tackling this problem, which can also be exploited to a greater potential for its medical use in infants [17] . Among them, inertial sensors are being used in a wide range of medical applications for movement assessment, seizure alarms, and other scenarios where early intervention is needed.
In this section, the indications for infant movement monitoring with wearable sensor systems are reviewed separately based on some applications. Table 4 shows the different purposes of infant movement monitoring from 2010-2016. Patterns of motions in early life can predict impairments in neuro-motor development. It is a crucial step in identifying neuro-motor impairments and perfecting therapeutic approaches to evaluate infants' physical activity patterns [49] [50] [51] . Qualitative and quantitative methods have been applied to studies in spontaneous movements (SMs) in infants. According to the observation of spontaneous motor activity, Prechtl and coworkers developed, to evaluate the motor integrity of infants, a qualitative method [10] which, as they have described, can assess the quality of motion patterns in infants. They also brought up the term 'general movements' (GMs) which illustrates whole-body movements characterized by changing speed, amplitude, and sequence [10, 52, 53] .
Newborns and young infants accept GM observations, up to the post term of 20 weeks of age. As shown in Table 5 , GMs will show specific characteristics corresponding to their ages, respectively [54] . In the last decades general movement assessment (GMA) became a new type of newborn motor assessment, which can be used as a diagnostic tool for the evaluation of function of young nervous systems. The so-called GMA has been described by Einspieler and Bos [10, 55] . Although seemingly effective, it does not imply that GMA is easily applicable in a clinical setting. This is probably because of its subjectivity.
In summary, current techniques for infant movement monitoring mostly rely on expert observer scoring, which is limited by skill, fatigue, and inter-rater variability.
Gravem et al. present a clinical tool, using a mini-accelerometer, assessing patterns of movement in preterm infants [26] . Data quality and reliability are provided with wearable sensors, such as accelerometers, to assess the characteristics of movement disorders [21] .
Assessment Function of Cerebral Nervous System
Cerebral palsy (CP) is due to abnormal development or damage to the parts of the brain that control movement, balance, and posture [56] . It can develop after severe injuries in the perinatal period, including brain hemorrhage, lack of oxygen, and infection. Infancy or early childhood is the period when signs of CP become visible and takes a toll on body motion and coordination performance [57] . CP is a clinical diagnosis made by doctors' observation of spontaneous movements and neurological examinations. There is empirical evidence that markedly abnormal movements reflect the existence of serious brain dysfunction [55] . So far, serial assessments of GMs can help to predict CP. In this respect the absence of fidgety movements (FMs) and the observation of cramped-synchronized general movements (CSGM) are associated with the development of CP. CSGMs look rigid, characterized by all limb and trunk muscles, with almost concurrent contracting and relaxing [19] . A high rate (93%) of CP has been shown in the follow-up of preterm babies that persisted to display CSGMs. The appearance of CSGMs indicates the existence of CP [58] .
In cerebral palsy, studies aim at distinguishing pathological and normal movements whereas, in ecological behavioral studies, the goal is to classify different types of ecological behaviors using inertial sensors. In these cases, it is important to acquire the accurate knowledge of the angular motion of arms and legs. Angular velocities are typically measured by rate gyroscopes, which are particularly susceptible to drift. Accelerometers, on the other hand, cannot be used alone since they do not provide sufficient information. Therefore, to obtain better results, accelerometers are typically used with gyroscopes to construct an IMU [59] . When appropriate combinations of these sensors are deployed, it satisfies the requirements of data fusion.
Mohan Singh et al. reported a system that leverages accelerometers to detect CSGM in premature babies. Fan et al. have developed a Markov model-based technique that recognizes gestures from accelerometers. They show that by treating instantaneous machine learning classification values as observations and, explicitly, modeling duration, improved performance on the recognition of CSGM is obtained [24] .
Seizures are a clinical sign of a functional disturbance of the cerebral nervous system. Seizure occurs on people more commonly during their infancy than any other time before they become children [60] . Seizure detection in babies is important. Seizures can be recognized as repetitive movements of an arm, hand, leg, and eye, in general, with an alternating slow and fast contraction of muscles in opposite directions. Apart from these manifestations, newborn infants can feature subtle convulsions, including eye deviation, fixed open stare, blinking, apnea, cycling, boxing, stepping, swimming movements of the limbs, mouthing, chewing, and lip smacking, or tonic and clonic convulsions, like stiffening, decerebrate posturing, and unifocal/multifocal repetitive jerking, or myoclonic seizures, more specifically [8, 9] . These subtle movements are more difficult to interpret as seizures because most seizures occur unpredictably with potential outcomes of trauma and the risk of death [61] . In some cases, the symptoms of seizures may be overlooked when infants are unmonitored, especially when they are asleep, which increases the difficulty for diagnosis. On such occasions, a shortage of immediate medical assistance can cause even higher risks of mortality [62] . The development of a system that can detect and record the seizure and furthermore trigger an alarm on occasions when there is a high possibility of seizures is critical for reducing the risks caused by it. With an adequate seizure detection system, hospital staff can be warned and, thus, they will know precisely how often, when, and under what circumstances the seizure will occur in a particular patient.
The literature search in the area shows that most of the sensors presently applied are based on video recording or EEG, together with inertial sensors, to detect epileptic episodes in infants. To detect nocturnal hypermotor seizure in pediatric patients, Van de Vel invented a system that relies on an accelerometer (ACM) attached to the extremities [63] . Accelerometers have been used by detecting seizures in adults and children [64] . However, it has not been applied to infants.
Other Clinical Relevance
Movement monitoring has great potential in early intervention, which aims at improving cognitive and motor outcomes of preterm infants [65] .
It will encourage kicking, improving joint coordination, and gait development. By incorporating knowledge of infant learning into the design of a therapy device, spontaneous kicking can be encouraged in developmentally-delayed infants by providing an external stimulus in response to kicking [42] .
Emily et al. present a soft spandex suit with sensors on the hips and knees, a control box, an external stimulus, and a graphical user interface (GUI). The sensor suit is a soft, flexible, spandex one-piece suit that can be comfortably worn by the infant with zippers on the legs and arms. Thin pockets on the knees and hips hold the sensors in place and prevent contact with the infant's skin. A microcontroller was programmed to read the signal from the joint angle sensors, send the sensor data to the computer, and output the appropriate response to control the mobile. The mobile is attached to a DC motor that spins when infant kicking is detected [42] .
Early intervention can also be used as a precautionary treatment for infants at risk even before an official diagnosis is possible [42] . For example, cerebral palsy is difficult to diagnose before the age of two, many infants do not begin receiving treatment until after gait and movement abnormalities have caused secondary health problems [66] .
Other clinical applications of neonatal movement monitoring also include motor skill studies for infants at risk for autism spectrum disorders [11] , safe sleep [16, 23, 33, [61] [62] [63] [67] [68] [69] [70] [71] [72] [73] [74] , and fall protection [29] . The knowledge and experience of wearable sensor systems for the aforementioned applications can be transferred to the exploitation of a neonatal seizure detection system.
Motion Artifacts Reduction
All of the systems and methods mentioned above cannot become practical without high-grade signals. In this paper, the motion signal is used with reference to ECG signal. The author uses the motion signal to find the diversity of signal quality, which can be indicative of artifacts. The correlation between signal quality and context information are also discussed [36] .
Furthermore, multi-modal physiological signals can be combined with movement signals through data fusion techniques to improve the performance of related decision-making systems [75] .
System Design
Tendency of Utilization of Wearable Sensors
Among the data demonstrated above, researchers have chosen various forms of sensors to monitor infant movements. For instance, of the 30 articles, 20 papers use accelerometer sensors to monitor babies, while three of them use pressure sensors. Figure 2 illustrates the baby-related movement monitoring research from 2010-2016; the usage rate of the acceleration sensor is decreasing gradually, while that of the IMU is obviously increasing. That is because IMU measurements provide data with more degrees of freedom for movement monitoring. 
Exterior Structure
On the other hand, the exterior structure does make a difference on comfortability and user experience, which is an aspect to be considered in the design process. Table 4 demonstrates various wearable forms for monitoring infant movement, including gadgets, soft belts, bracelets, cloth bands, and jackets. Lee proposed a band that was built of medical-grade silicone integrated with an accelerometer to track the baby's position and motion, a contactless sensor to gauge the baby's temperature and an optical heart-rate sensor to monitor the baby's pulse [16] . In [16] , the band is wrapped around the ankle in a comfortable way to the infant, and the sensors are wrapped in medical-grade silicone and easy-to-remove non-wearable components. The accelerometer sensor is directly bound with the infant's ankle and placed above the foot so that the position of the lower leg can be monitored the best and, in this way, it is accurate and convenient to obtain the baby's body position and its movement and, thus, if the baby falls or rolls over, it can give a warning signal to the parents. Another novel and distinctive part of this band is that a base station doubles as a wireless charger, using magnetic resonance to provide enough power to run the band for one to two days at a time. Moreover, the data were sent wirelessly instead of using wired transmission and that improves the comfortability significantly. Rihar et al. [17] , Gravem et al. [26] , Hayes et al. [30] , and Fan et al. [24] use a similar form of the system to monitor infant movement.
Design Criterion
For more specific tasking scenarios, like general movement monitoring in infants, the appearance design needs to satisfy the aesthetic requirements, the system needs to be small and light enough, and it should not restrict the infants' movements and other actions. Additionall, risks of radiation and other kinds of health hazards should be eliminated [76] . In Bouwstra's research, she put forward the following requirements for wearable sensor system design for neonatal monitoring which can be used for reference in further investigations [77] :

Be able to achieve continuous monitoring when the infant is inside an incubator or during Kangaroo mother care.  Be non-intrusive and avoid disturbance of infants and avoid causes of stress or stimuli.  Be safe to use in the NICU environment or at home.  Provide appropriate feedback that is also interpretable for parents and doctors or related people on whether the system's components are functioning correctly.  Look friendly, playful, familiar, and attractive to gain a feeling of trust from parents and clinicians.  Be scalable to include more monitoring functions, such as wireless communication and local signal processing.  Be made of easy-to-remove non-washable parts. 
Exterior Structure
Design Criterion
For more specific tasking scenarios, like general movement monitoring in infants, the appearance design needs to satisfy the aesthetic requirements, the system needs to be small and light enough, and it should not restrict the infants' movements and other actions. Additionall, risks of radiation and other kinds of health hazards should be eliminated [76] .
In Bouwstra's research, she put forward the following requirements for wearable sensor system design for neonatal monitoring which can be used for reference in further investigations [77] :
• Be able to achieve continuous monitoring when the infant is inside an incubator or during Kangaroo mother care.
•
Be non-intrusive and avoid disturbance of infants and avoid causes of stress or stimuli.
• Be safe to use in the NICU environment or at home.
Provide appropriate feedback that is also interpretable for parents and doctors or related people on whether the system's components are functioning correctly.
• Look friendly, playful, familiar, and attractive to gain a feeling of trust from parents and clinicians.
• Be scalable to include more monitoring functions, such as wireless communication and local signal processing.
Be made of easy-to-remove non-washable parts.
The placement of sensors on infants still needs to be further explored in the future, since it is difficult to know where the sensors could provide the most precise and relevant [62] . Data from variously-placed sensors need to be collected for diverse purposes, and it directly influences the exterior structure of system. Studies have indicated and implied that the placement of sensors take a profound influence over motion identification. In [17] , Rihar et al. employed IMUs placed on the upper arm and forearm, in combination with a pressure mattress in order to measure the trunk position, rotation, and associated movements surface. Five IMUs were attached to the test subject, which were set inside the particularly-designed silicone bracelets. Singh et al. used accelerometers placed around the wrists and ankles of infant to predict cerebral palsy [19] .
In Figure 3 , from 2010-2016, most studies on infant movement choose to put the sensors at the position of wrist or ankle. The placement of sensors on infants still needs to be further explored in the future, since it is difficult to know where the sensors could provide the most precise and relevant [62] . Data from variously-placed sensors need to be collected for diverse purposes, and it directly influences the exterior structure of system. Studies have indicated and implied that the placement of sensors take a profound influence over motion identification. In [17] , Rihar et al. employed IMUs placed on the upper arm and forearm, in combination with a pressure mattress in order to measure the trunk position, rotation, and associated movements surface. Five IMUs were attached to the test subject, which were set inside the particularly-designed silicone bracelets. Singh et al. used accelerometers placed around the wrists and ankles of infant to predict cerebral palsy [19] .
In Figure 3 , from 2010-2016, most studies on infant movement choose to put the sensors at the position of wrist or ankle.
Furthermore, user acceptance is an important issue to consider during the system design. Affecting factors include infant comfort, the nature and level of user involvement in the development and implementation of the system, direct and indirect impacts of the new system on work practices, data reliability, battery life, etc. As can be seen above, none of the 30 articles mentioned seizure detection with wearable systems, which is a promising area worthy of further study. Therefore, a more baby-friendly seizure detection system is in demand to be invented, developed, and verified by clinical trials.
Conclusions and Future Prospects
Among the technologies applied to infants' movement monitoring, many researchers have chosen accelerometers and IMUs. They are lightweight, portable, and can monitor infants' movements continuously. Meanwhile, sensor-based measurement of infant activities can provide quantitative assessment of infant movements. The studies that use accelerometers or IMUs to obtain infants' motion patterns for diagnosis on neuro-motor development are very common. Existing Furthermore, user acceptance is an important issue to consider during the system design. Affecting factors include infant comfort, the nature and level of user involvement in the development and implementation of the system, direct and indirect impacts of the new system on work practices, data reliability, battery life, etc.
As can be seen above, none of the 30 articles mentioned seizure detection with wearable systems, which is a promising area worthy of further study. Therefore, a more baby-friendly seizure detection system is in demand to be invented, developed, and verified by clinical trials.
Among the technologies applied to infants' movement monitoring, many researchers have chosen accelerometers and IMUs. They are lightweight, portable, and can monitor infants' movements continuously. Meanwhile, sensor-based measurement of infant activities can provide quantitative assessment of infant movements. The studies that use accelerometers or IMUs to obtain infants' motion patterns for diagnosis on neuro-motor development are very common. Existing literature on infants' movement recognition using accelerometer data is widely varied in approaches, outcomes, and intentions. However, few studies use movement sensors to explore long-term monitoring of abnormal movement situation like seizure and emergency response for infants. In addition, approaches that combine various sensors providing more motion information have the potential to improve the accuracy of the motion measurements.
Due to the miniaturization and lightweight of wearable motion sensors, they can be integrated into clothing or accessories from an ergonomic point of view [78] . Devices that attach to the wrist or ankle with a band seemed to be the most popular placement in those studies. To the best of our knowledge, up to now, there is no relevant study that examines the design of wearable sensor systems for infant movement monitoring from an interactive or ergonomic viewpoint.
The current paper provides a systematic and detailed review of wearable sensor systems for monitoring infants' movements. After the introduction of the significance of the wearable sensor system in movement monitoring for infants, the design fundamentals for wearable sensor-based movement detectors in infants, the appliance of movement monitoring in clinical practice, and the form and sensor placement in these systems, as explored. It can be foreseen that infant movement monitoring with wearable sensor systems will contribute significantly to the field of health care and neuron-motor development of infants.
So far, much progress has been made in the area of wearable sensor system of infants' movement monitoring and there are good prospects for future applications. New systems need to be developed and verified by more clinical trials before promotion to a wider population. For instance, the accuracy of the results obtained from the wearable motion sensors, the preferable choice to place the sensor for data collection in various applications, the reliability and comfort index of the system, and the aspects that could affect the results of the wearable sensors are expected to see improvement. Moreover, the application of wearable sensor-based movement monitoring in infants has not yet reached its full potential. The available literature does not show successful examples to detect infant seizure conditions based on the use of wearable motion sensors. Thus, there is a great development space of infant motion monitoring with wearable sensors for the detection of infant seizures. Another important trend and research direction is to create a "baby care system" to achieve feedback between clinicians and infants using wearable sensors. Through the "baby care system", monitoring infants' daily physical activities and understanding the real-time development status are within reach. Once these issues achieve any substantial progress, it will be a great attraction for both parents and clinicians for significant improved care of infants.
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